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ABSTRACT 

This report discusses the following results from a study of microwave reverberation 
chambers performed at Texas Tech University: 

Analytical Models 

• Two analytical models of power transfer vs. frequency in a chamber, one for 
antenna-to-antenna transfer and the other for antenna to D-dot sensor. 

• Experimental validation of the models in our chamber. 

• Two examples of the measurement and calculation of chamber Q, one for each of 
the models. 

Measurement and Simulation of Statistical Properties 

• Measurements of EM power density which validate a theoretical probability 
distribution [7] on and away from the chamber walls and which also yield a distribution with 
larger standard deviation at frequencies below the range of validity of the theory. 

• Measurements of EM power density at pairs of points which validate a theoretical 

spatial correlation function [7] on the chamber walls and which also yield a correlation 
function with larger correlation length, at frequencies below the range of validity of the 

theory. 

• A numerical simulation, employing a rectangular cavity with a moving wall, which 
shows agreement with the measurements. 

• The determination that the lowest frequency at which the theoretical spatial 
correlation function is valid in our chamber is considerably higher than the lowest frequency 
recommended by current guidelines for utilizing reverberation chambers in EMC testing. 

Su ggestions 

• Two suggestions for future studies related to EMC testing. 

I. INTRODUCTION 

The research described in this report has been carried out in support of the activities 
involving the new microwave reverberation chambers in the HIRF laboratory at the Langley 
Research Center. The NASA Technical Officers for this research were Felix Pitts and, later, 
Charles Meissner. 

Microwave reverberation (or mode-stirred) chambers were first investigated in Italy 
by Paolo Corona [1], and the chamber that Corona constructed has just celebrated its 
twentieth birthday. Although several chambers around the world have been put to use over 
the years, mainly for the EMC testing of a variety of electronic devices, there has been little 
rigorous modeling of the electromagnetic environment inside the chambers and around the 
devices under test. Thus our understanding of the chambers’ strengths and weaknesses for 
EMC applications remains incomplete. The research reported here, which focuses on 
characterizing chamber fields, is intended as a step toward a fuller understanding. 

II. CHAMBER POWER TRANSFER 

In an experimental reverberation chamber study [2] carried out at NIST, Crawford 
and Koepke measured, among other things, the attenuation of a signal sent between two 
antennas located inside the chamber. They showed that the attenuation (averaged over many 
paddle wheel positions) increases with frequency, f, at a rate of 25 dB per decade, that is, like 
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f to the power 2.5, over a certain range of frequencies. They did not say why this occurs. 
With Crawford and Koepke’s paper as a starting point and using some results from Loughry 
[3] and Dunn [4], we have derived a mathematical model which explains the observed 2.5 
power law; and we have also obtained a model, which gives a -1.5 power law dependence for 
the attenuation, for the case where the receiving antenna in the chamber is replaced by a 
receiving D-dot sensor. D-dot (and B-dot) sensors [5] were originally developed to measure 
EMP fields, but they are also useful as field probes inside reverberation chambers because 
they are small in size and they drain little power from the chamber. As part of our 
investigation of chamber attenuation we also built our own small chamber (1 .034 x 0.809 x 
0.581 m) and carried out a series of measurements, which showed reasonable agreement with 
the 2.5-power and -1.5-power frequency dependencies. A complete discussion of this work 
is contained in a short paper [6], “Power Transfer Characteristics of a Microwave 
Reverberation Chamber,” which we have submitted for publication and is included as an 
appendix to this report. 

Our two models yield the following equations: For the case of a receiving antenna in 
the chamber, which we call configuration 1, the power gain is given by 

G ant =l/(1+K,f 2 0 (1) 

and for the case of a receiving D-dot sensor, configuration 2, the gain is 

G b = 1/(1 +K 2 f 15 ). (2) 

Expressions for the constants Kj and K 2 are given in our paper. It can be seen from the first 
equation that if the frequency, f, is large enough, then the second term in the denominator 
will dominate, so that the gain will vary as f ' 2 ' 5 and thus the attenuation will go as f 2 5 — 
Crawford and Koepke’s result. On the other hand, if f is small enough in the second 
equation, the gain will go like f 1 5 and the attenuation like f" 1 ' 5 , as stated in the preceding 
paragraph. 

Our derivation shows that physically what is happening is as follows: In 
configuration 1 the f 2 5 attenuation arises from an f 2 0 factor contributed by the receiving 
antenna and an f 0 5 from the chamber walls. The receiving antenna is assumed to have an 
average gain of 1 .0 at all frequencies within its bandwidth, because of the many reflections 
from the chamber walls; thus its effective area, and the power it extracts from the chamber, 
decrease with frequency like f ' . The skin depth of the chamber walls decreases with 
frequency, so that the resistance of the walls and the ohmic losses increase as f 0 5 . In 
configuration 2 the f’ 1 5 attenuation is due to f' 2 0 from the D-dot sensor and f 0 5 from the 
walls. The sensor output voltage varies linearly with frequency since it is a time-derivative 
type sensor; thus its output power goes like f 20 — an attenuation of f’ 2 . The power losses to 
the chamber walls operate as in configuration 1 to provide the same f° 5 effect. 

These equations for the gain describe a very general property of reverberation 
chambers (treated as two-ports). What application do they have to EMC testing? If a 
chamber is to be used to test the immunity of some electronic device, the device would be 
placed inside, RF power would be applied to the transmitting antenna, and the receiving 
antenna/sensor would be used to monitor the field strength. In this situation the value of the 
gain from the equations above would be of interest because one would want to be sure of 
having a sufficiently low gain, i.e., most of the power staying in the chamber, producing a 
strong, high-Q field. 
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III. CHAMBER Q 

We determine the Q (or quality factor) of our reverberation chamber using the 
following equations, which result from simple manipulations of the equations contained in 
our paper [6]. Note that there are four different Qs given here, all labelled Q ne ,~ the 
experimental and theoretical for configuration 1 and the experimental and theoretical for 
configuration 2. Obtaining values for the experimental Qs requires the measurement of the 
chamber two-port scattering parameters S 12 and Su, as discussed in our paper [6]. 

1. Chamber with transmitting antenna and receiving antenna (configuration 1): 

(a) Experimental 

The Q is given by 

Qnet = G ant Q gnt (3) 

where 

G m , = |S2,| 2 /(l-|S„| 2 ) 

with S 2 i and S u measured, and 

Qant = 2(©/c) 3 V/7l. 

(b) Theoretical 

The Q is given by 

Q«-(l/Q™+i/Q w )'' W 

where Q eqv = 1.5V/(p r S8). 

2. Chamber with transmitting antenna and receiving D-dot sensor (configuration 2): 

(a) Experimental 

The Q is given by 

Qnet = G b Qb 

where 

G b =|S 2 ,| 2 /(l-|S„| 2 ) 

with S 21 and Su measured, and 

Q b = 1.5V/(RA 2 e 0 co). 

(b) Theoretical 

The Q is given by 

Q m =(1/Q 6 + 1/Q„,)'' <<>) 

where 

Q eqv =1.5V/(p r S8). 

In these equations co = 2nf, c = speed of light, V = volume of chamber (0.486 m ), p r = 
relative permeability of chamber walls (1.0), S = surface area of chamber walls (3.81 m 2 ), 8 
skin depth of chamber walls, R = load resistance of D-dot sensor (50 Q), A = area of D-dot 
sensor (1 .0x1 O' 4 m 2 ), and e 0 = permittivity of free space. 

In Figs. 1 and 2 we show plots of the Qs obtained from the above equations for our 
chamber over the frequency range from 1.0 GHz to 10.0 GHz. Fig. 1 gives the results for 
configuration 1 and Fig. 2 for configuration 2. For both configurations the theoretical Q is 
about seven times larger than the experimental Q; and so to fit both on the same plot, we 
have divided the theoretical by a factor of seven. A tendency for this kind of discrepancy 
between theoretical and experimental Qs in reverberation chambers has been reported by 
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other workers [3]; the reason for it is not clear. We are currently investigating an alternative 
method for measuring Q via the chamber impulse response, and so we eventually may be 
able to shed some light on this discrepancy. 

Q is a fundamental parameter of a chamber, and, from it, another important 
parameter, M, can be obtained, as shown in Eq. 8 in the next section of this report. The 
graphs of Q versus frequency for our chamber should be useful as a point of comparison with 
other chambers, such as those at the Langley Research Center. 

IV. CHAMBER PROBABILITY DENSITY FUNCTION 

In the previous sections of this report dealing with power transfer and Q, we have 
made use of the average field in a chamber, the result of averaging over many paddle wheel 
positions. If we look instead at the results for all the positions, then we get a distribution of 
values; and the form of this distribution is of vital interest if the chamber is to be used in any 
EMC-testing applications. 

A statistical theory has been developed by Ted Lehman [7] for the fields inside of 
what Lehman refers to as a “complex cavity.” In order to see to what extent this theory 
predicts the behavior of the fields in our reverberation chamber— to answer the classic 
scientific question: is the theory validated by experiment?— we have carried out a 
comparison of probability density functions (PDFs) and spatial correlation functions (SCFs), 
Lehman’s theoretical functions versus our measured functions. In what follows, E is electric 
field, Ej is one vector component of E, and Z 0 is the intrinsic impedance of free space. 

For each vector component of the EM power density, Pj = |Ej| /Z 0 , in his complex 
cavity, Lehman found an exponential distribution described by the following PDF: 

' f(P i ) = (l/P 0 )exp(-P i /P 0 ) 

where P 0 is the mean of Pj. When Pj is expressed in dB as P i(ffl = 101og(P;), an extreme value 
distribution is obtained: 

f(PidB) = (l/P)exp[(l/p)(P, dB - PodB) - exp[(l/p)(P idB - PodB>] (7) 

where p = 4.3429 and P 0dB = 101og(P 0 ). The standard deviation, a, for f(P idB ) is 5.57 dB. To 
obtain these results, Lehman assumed for his cavity that at any frequency the number of 
electromagnetic modes, M, contained within the 3-dB bandwidth, was infinite. 

In order to obtain PDFs for comparison with Lehman’s f(P idB ), we have measured the 
magnitude of S 2 i, in dB, for our chamber, using a receiving antenna and then again using a 
D-dot sensor. The antenna is linearly polarized and thus responds to one component of E, Ej, 
away from the chamber walls; and the D-dot sensor is mounted directly on a wall and so also 
responds to only one component of E. Our results for antenna and sensor are very similar, 
and we have included here only those for the sensor. Fig. 3 shows the PDF for our highest 
frequency, 10.0 GHz, and Fig. 4 the PDF for the lowest, 1.0 GHz. We used 153 observations 
(paddle wheel positions) and a 1/4-dB interval size to construct the histograms. Both figures 
also show, as the smooth curve, Lehman’s f(P idB ) from Eq. 7. Notice that the general 
histogram shape for 10.0 GHz displays much better agreement than the one for 1 GHz with 
Lehman’s curve. The same is true of the standard deviation values, the 10-GHz a being 
closer to 5.57 dB. This effect is perhaps not surprising, since Lehman took M -> oo; and we 
have a much larger M value at 10 GHz, where M = 32, than at 1 GHz, where M = 0.3. To 
obtain these values we used the equation [7] 
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M = 8tiV/(X 3 Q) (8) 

where X is the wavelength of the microwaves and the values of Q were taken from Fig. 2 
(1.67xl0 3 at 1 GHz and 1.42xl0 4 at 10 GHz). 

Although we have not yet performed goodness-of-fit tests on our PDFs, it appears, on 
the basis of the results in Fig. 3, that at the higher frequencies our chamber fits Lehman’s 
theoretical model. Indeed, Gustav Freyer [8] has found that many other chambers do also; 
and, in view of this, the chambers provide a universal environment in which to carry out 
EMC tests. For the lower frequencies, however, Fig. 4 shows us that our PDF clearly 
deviates from Lehman’s. It would be useful in the future to characterize this region more 
fully and determine the implications, for EMC testing, of the change in PDF. But we can 
already answer this question: As the operating frequency of a chamber is lowered so that the 
number of modes, M, is no longer large, does this cause the distribution of EM power density 
values to become narrower? The answer is, for our chamber at least: no; the distribution 
actually widens as the number of modes decreases, as shown by the increase in standard 
deviation from 5.4 to 8.6 dB. 

One additional point is significant. The use of our wall-mounted sensors marks the 
first time, to our knowledge, that Lehman’s model for the EM power density has been 
experimentally verified on the wall of a reverberation chamber rather than far away from it. 
This means that, in setting up an EMC immunity test in a reverberation chamber, for 
example, one can expect to expose the device under test to the same distribution of power 
density values at the wall as away from it. 

V. CHAMBER SPATIAL CORRELATION FUNCTION 

A. Theory In order to provide a complete statistical description of the fields in his 
complex cavity, Lehman [7] computed, in addition to the PDF, the spatial correlation 
function, k. This function gives the cross correlation between Pj values at any two spatial 
points; it is defined in the standard way as 

<[P,(r,)p, ( r 2 )] = mm - urn ■ mm 

Ve([P,(r,) - P.frOfMlPiOi) - P,(r,)]’) 

where r ( and r 2 are two position vectors, e{X} is the expected value of X, and P ; is the mean 
of Pj. Expressed in a sentence, k is a measure of the degree to which the deviation from the 
average of the power density at one point in space is correlated with the deviation at another 
point. 

Lehman found that k is given by the rather simple expression 

K[Pi(r,)P,(r 2 )J-[sin(kR)/(kR)f (9) 

where R = |r t - r 2 | = spacing between points and k = 2n/X. The behavior of k as a function of 
R is as follows: k = 1 .0 for R = 0, then falls to zero when kR = 7t, and thereafter remains very 
small. Thus the concept of “correlation length” applies; and the value of R for which kR = n 
may be taken as the correlation length, R^, or the approximate length over which the power 
density is correlated. This value is R = R^ = X/2. 

B. Measurement The spatial correlation function has not previously been measured 
inside a reverberation chamber. We chose to carry out the measurement on a wall of our 
chamber by utilizing two identical D-dot sensors and varying the spacing between them. 

This arrangement, which we refer to as chamber configuration 3, is illustrated in Fig. 5. The 
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following nine spacing values were used: 0.5, 1.0, 1.5, 2.5, 5.5, 8.0, 1 1.5, 13.5, and 17.5 cm. 
Our measured values of P s were substituted into the following standard formula for the 
estimate of k: 

i> in (r,) - Pi(r,)][P in (r 2 ) - P ; (r 2 )] 

K[P i (r 1 )P i (r 2 )] = , = (10) 

JttPM - PMl’ttPM - Pi( r 2)] 2 

V n-1 n~l 

i N _ i N 

where P ; (r, ) =— Y P in (r, ) , Pj (r 2 ) = • — Y P in (r 2 ) , and N = number of observations = 200. 

N " I > N n=. 

The requirement for taking data from two sensors in the SCF measurement created a 
new instrumentation problem for us because the network analyzer has only one input port. 

We solved this problem by purchasing a coaxial switch, which is shown in Fig. 5, to connect 
the sensors alternately to the network analyzer. To run the switch, we added a separate DC 
power supply and another interface board in the computer. Our data-taking program was 
modified to provide computer control of the switch as well as the analyzer and paddle wheel. 

C. Numerical Simulation A computer simulation of an SCF measurement inside a 
microwave reverberation chamber has been obtained by modeling the chamber as a 
rectangular cavity with one movable wall and no paddle wheel. This geometry, which 
greatly simplifies the electromagnetic boundary conditions by eliminating the paddle wheel, 
was suggested by Huang and Edwards [9]. As can be seen in Fig. 5, in our chamber the 
paddle wheel is located just below the top; so for the “moving wall” approach, SCF 
measurements are simulated using a set of rectangular cavities with tops that vary in equally 
spaced increments from the lower edge of our paddle wheel to the top of our chamber. 

The moving wall algorithm is implemented with certain pre-processing steps in order 
to shorten overall execution times. These steps involve the calculation, sorting, and archival 
of a large number of resonant frequencies for all of the rectangular cavities that are to be 
considered in the calculations. In the present case, a simulation of a chamber experiment 
with 200 distinct paddle wheel positions is desired, and resonant frequency arrays are 
calculated using the following equation [101 for 200 rectangular cavities: 

W - (c/2)[(m/a) 2 + (n/b) 2 + (p/d) 2 ] t/2 

where m, n, and p are integers and a, b, and d are cavity dimensions in the x, y, and z 
directions, z being vertical. The lengths and widths, a and b, of the cavities are all the same 
as those of the chamber. The heights, d, of the cavities vary in increments of (d max - 
d min )/200, from a minimum value, d min (paddle wheel lower edge height), to a maximum, d max 
(chamber height). For each height, a resonant frequency array is determined by varying 
(m,n,p) from (1,1,0) to some suitably large final values, such that all of the resonances in a 
particular frequency interval are included. The initial values of n and m are unity instead of 
zero since in this particular study the D-dot sensors are mounted on the bottom of the 
chamber (as indicated in Fig. 5) and thus detect only the z-component of the electric field, 
which from Eq. 1 3 below can be seen to be identically zero when n or m is zero. 

The simulation program processes the sorted resonant frequency data generated by the 
pre-processing program. It first determines a set of significant resonances, or modes, at a 
particular simulation frequency, f, for a specific cavity height. These modes are selected by 
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modeling the frequency response of each cavity resonance as a second-order-circuit response 
given by F(jco) in Eq. 11. 

F(jo>) = <o mnp 7[0co) 2 + (co mnp /Q net )ja) + co mnp 2 )] (1 1) 

where to = 2ni, co mnp = 27tf mnp , and Q net = Q of the chamber. The program scans the 
appropriate resonant frequency array for the resonance that is closest to the simulation 
frequency, evaluates its magnitude at this frequency using Eq. 11, and stores the magnitude as 
a variable called magi . The magnitudes associated with other neighboring resonances are 
evaluated successively, at the simulation frequency, in ascending and descending frequency 
order until resonances are encountered that generate a magnitude that is less than 0.1 *magl, 
at which point the mode selection process is terminated. The results of this process are sets 
of mnp indices, together with amplitudes, that correspond to modes that significantly 
contribute to the simulated chamber response at the chosen simulation frequency. 

If more than one receiving D-dot sensor is used, as in the present case where there are 
two, then Q net , the overall theoretical Q of the chamber, is calculated from Eq. 6 modified to 
account for the number of sensors, 71 : 

Qnc^^/QD + VQ^J 1 - < 12 ) 

The 1/Q e qv term in this equation expresses the loading due to the chamber walls, while the 
71/Q 6 term gives the loading due to the sensors. 

The z-component of the electric field for each mnp mode is given by the solution [3] 
of the boundary-value problem for the rectangular cavity as follows: 

E z = A TC sin(k x x)sin(k y y)cos(k z z) 

+ A™ exp(j0)sin(k x x)sin(k y y)cos(k z z) 

where k x = — , k v = — , k z = — , and 0 is a random angle between 0 and 360 degrees, 
a 7 b d 

Here, the first term represents the TE solution whereas the second term represents the TM. 
The amplitudes A^ and A™ are determined by the manner in which the modes are excited 
by the transmitting antenna, which is not known; thus we have just taken A TE = A™ = 1 . 
Likewise the phase difference between the terms, 0, depends on the excitation and is not 
known; so we have made 0 random, with uniform distribution between zero and 360 degrees. 
Eq. 13 is evaluated for all of the selected mnp sets and is multiplied by the corresponding 
magnitude factor from the selection step. The results are summed to yield the total electric 
field (z-component), and a power density sample is obtained by taking the magnitude- 
squared of the total field. 

In the simulation program, the process of calculating power density samples is 
embedded inside two nested loops. The outer loop is the “height-perturbation loop” where a 
resonance frequency array corresponding to a particular cavity height is loaded into memory 
from disk storage. The inner loop is the “frequency loop” where a pre-determined initial 
simulation frequency is incremented by a specified amount. Two power density calculations 
are performed within the inner loop, one for the location of each of the two sensors on the 
bottom of the chamber. This procedure generates two power density samples for each 
simulation frequency and each rectangular cavity height. The power density data is stored in 
two large memory segments, one segment for each spatial location. A computer-generated 
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spatial correlation function output is obtained by correlating the data in the two memory 
segments using Eq. 10. 

The implementation of the moving wall algorithm is a set of MATLAB M-files that 
execute on a SUN 10 SPARC workstation. Two main M-file programs perform the actual 
calculations while a set of small M-files, that are called by the main programs, perform 
auxiliary calculations such as evaluation of the Q net formulas (Eq. 12), evaluation of (second- 
order response) magnitudes (Eq. 11), and generation of mnp integers. The first main 
program calculates, processes, and stores, on disk, approximately 150 megabytes of resonant 
frequency data. The second main program processes this data in segments and generates a 
simulated SCF output. The most significant array sizes in this program, at any given time 
during the execution process, are three approximately 1 ,000,000-element mnp integer arrays, 
one 50,000 to 75,000-element integer array segment of resonant frequency data, one 50,000 
to 75,000-element double-precision array segment of resonant frequency data, and two 51 x 
200-element double-precision arrays with calculated power density samples. 

D. Results In Fig. 6 we present the results of our study of the spatial correlation 
function. Graphs of SCF versus spacing are shown for 51 different microwave frequencies, 
covering the range from 1 .0 GHz to 13.5 GHz in 0.25 GHz steps. Each graph contains three 
curves: the theoretical SCF from Lehman’s complex cavity, the measured SCF from the 
bottom wall of our reverberation chamber, and the simulated SCF from the bottom wall of 
our moving-wall computer model. Thus a three-way comparison is provided, encompassing 
theory, experiment, and simulation. 

It can been seen from Fig. 6 that the general behavior of the SCFs is to fall from an 
initial value of unity at zero spacing to a small value as the spacing is increased, the fall-off 
proceeding more rapidly at the higher frequencies. Note that the measured and simulated 
SCFs in Fig. 6 are plotted for only ten spacings: 0, 0.5, 1.0, 1.5, 2.5, 5.5, 8.0, 1 1.5, 13.5, and 
17.5 cm. 

Further inspection of the curves in Fig. 6 reveals the following facts: 

(1) In general, there is enough agreement among all three types of SCF (theory, 
experiment, and simulation) to suggest that no egregious errors have been committed. 

(2) For the middle and higher frequencies, there is good agreement among the SCFs, 
which means that the correlation length, R^ = 7J2, discussed theoretically in part A above is 
applicable in practice. 

(3) For the middle and higher frequencies and larger spacings, the measured and 
simulated SCFs do not lie as close to zero as the theoretical SCF does; but they are 
nonetheless quite small and, with statistical fluctuations, lie in the range ± 0.2. 

(4) For the lower frequencies and larger spacings, the measured and simulated SCFs 
tend to be significantly higher than the theoretical SCF. This lack of agreement with 
Lehman’s theory is not surprising because the chamber mode density is so low at these 
frequencies, and, furthermore, we have already seen in section IV a lack of agreement with 
Lehman’s PDF in this situation. As mentioned in section IV, our chamber has M = 0.3 at 1 .0 
GHz, while Lehman assumed M -» °o. In addition, we know that our SCF ought to be quite 
high because, with only a small number of modes, there is little chance for the occurrence of 
the cancellation that is required to produce a low SCF. 
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At these lower frequencies the correlation length is excessively large, R^n- > X/2, or 
perhaps even nonexistent in some cases (e.g. 2.00 GHz) where there is a periodic oscillation 
rather than a steady decline in the correlation function. 

E. Comments and Conclusions An important parameter embedded in the simulation 
of the SCF is the theoretical Q of the chamber, Q net , given in Eq. 12. This parameter can 
easily be altered if desired— lowered by varying degrees for example, to test the effect on the 
SCF of various amounts of chamber loading. For the results in Fig. 6 we have in fact altered 
Qnet by dividing it by 10, thus giving a Q more in line with what we measured earlier 
(~Qne/7), as discussed in section III and shown in Figs. 1 and 2. 

For the middle and higher frequencies, the good agreement we see among all three 
types of SCF (fact (2) above) indicates that our laboratory chamber and our simulated 
chamber are behaving much like Lehman’s complex cavity. In the case of the laboratory 
chamber the complexity is probably introduced by the paddle wheel. In the simulated 
chamber the complexity may be due to our assumption of random phase for the TM modes 
relative to the TE (Eq. 13), but this point needs further investigation. In fact, additional 
insight into chamber behavior can probably be obtained by further development of our 
simulation technique. It seems remarkable that a technique which does not directly model 
the paddle wheel is capable of such an accurate simulation of the measured SCF. 

The mutual agreement of the SCFs (fact (2) above), along with the agreement 
observed for the PDFs in section IV, completes the validation of Lehman’s statistical theory 
in so far as it applies to reverberation chambers. 

Our confirmation of the existence of a correlation length, R^,^, should be good news 
for those who wish to employ a reverberation chamber to simulate the fields impinging on a 
device located inside a metal compartment of some sort. The geometry of the compartment 
will not need to be reproduced completely in the chamber but only over the distance R^ 
around the device. 

Using the SCF plots at discrete frequencies given in Fig. 6, we have tried to pinpoint 
the minimum frequency at which the measurements agree with the theory (fact (2) above). 
Although our evaluation is somewhat subjective, we feel safe in stating that the low- 
frequency limit of the chamber, from the standpoint of attaining a good approximation of the 
ideal SCF, lies at 3.0 GHz. This conclusion may actually have rather wide-reaching 
consequences because 3.0 GHz is considerably higher than the values obtained from current 
guidelines for the operation of reverberation chambers for EMC testing. These guidelines 
suggest a low-frequency limit of either the 60-mode frequency [2], which is only 844 MHz in 
our chamber, or of 6 times the lowest resonance frequency [17], which is only 1 .41 GHz in 
our chamber. Thus it may be that the current guidelines are not stringent enough (or perhaps 
too simplistic). 


VI. SUGGESTIONS FOR FUTURE RESEARCH 
A. Relatabilitv Traditional EMC testing has involved the use of anechoic chambers, 
open area test sites, and TEM cells [12]. For checking immunity, the device under test 
(DUT) is illuminated with a single EM wave from a powerful, wide-band source, and the 
response of the DUT is noted as it is re-positioned many times to receive the incident 
radiation from different angles and with different polarizations. This is a time-consuming 
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and costly process. In addition, capital-equipment costs are extreme, especially for anechoic 
chambers and high-power microwave sources. But these systems have the important 
attribute of simulating the common real-world situation of an interfering signal, often a single 
plane wave, impinging on the device. 

An alternative to these systems is the reverberation chamber— a metal enclosure 
forming a high-Q cavity supporting many simultaneous electromagnetic modes. It can serve 
for both immunity and emissions testing [13]. Data acquisition with a reverberation chamber 
is much faster than with the other systems because, with so many modes, the chamber 
exposes the DUT to a great variety of incident fields and polarizations without the need for 
re-positioning. Also, much less source power is required than in the other systems because of 
the energy intensification resulting from the high Q. A further advantage, compared to an 
anechoic chamber, is the absence of expensive absorbing material. 

Although there is a tremendous potential cost benefit associated with reverberation 
chambers, there are currently only about twenty chambers worldwide [14] employed for 
EMC testing. The main problem with them is how to relate test results obtained with 
multiple simultaneous waves to the actual single-plane-wave threat situation. What is needed 
to solve this "relatability" problem is a coordinated program featuring experiments and 
rigorous numerical modeling. Frederick Tesche has suggested [15] that a good way to begin 
would be to consider fairly simple DUTs such as transmission-line structures and compare 
the probability distribution of the responses in a chamber to the probability distribution of the 
responses to single plane waves. 

B. Important Parameters In order to have sufficient field complexity for use as an 
EMC test chamber, a reverberation chamber must exhibit a large enough number of 
simultaneous modes at the test frequency and it must have a paddle wheel which is big 
enough [16] to significantly alter the modes as it rotates. The effective number of 
simultaneous modes, M, is given by Eq. 8 and can be written as 
M = 8 kV/(Aq) ~ 87r(L cl A) 3 /Q, 

where V is the volume of the chamber, X is the wavelength of the microwaves, Q is the Q of 
the chamber, and L Ch is a typical dimension of the chamber. Thus for EMC testing we need 
M greater than some minimum value, M min ; or L Ch /X. > (L Ch /A.) min and Q < Q max . But another 
constraint on Q is that it cannot be too small, or else there will not be adequate reverberation 
and the effectiveness of the paddle wheel will be reduced. Thus Q >Q m j n . And as noted 
above, the paddle wheel size, L PW A., must be larger than (L PW /X,) min . Thus the complete set of 
requirements for the chamber is as follows: 

LqA > (LaA)min 
Qmin < Q < Qmax 
L PW /A. > (L PW A.) min 

There is one additional constraint which has to do with the data-taking procedure; the number 
of observations must be sufficient; N > N min . 

Note that the first requirement says that there is a minimum chamber size, measured 
in wavelengths. This can be used in two ways: either to decide on the size of the smallest 
usable chamber if the frequency is given, or to decide on the lowest usable frequency if the 
chamber is given. In any case one would want to determine (L Ch /A.) min on the basis of some 
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specific criterion, such as having no more than a ±3 dB spatial variation in the average field 
in the chamber. 

The important parameters (L C tA)min> Qmin> Qmax> (L PW M.) mill , and N min are somewhat 
interrelated and may even depend on the characteristics of theDUT and the type of test being 
done. Finding general expressions for them would constitute a worthwhile project. 

VII. PERSONNEL 

A number of Texas Tech electrical engineering students have worked with Prof. Trost 
and PhD student Mitra to make significant contributions to this project. The graduate 
students were B. Esen and M. Ramesh. The undergraduates were A. Alvarado, S. Ayloo, K. 
Kelley, J. Ledbetter, S. Mikus, and P. Terry. 

VIII. PUBLICATIONS RESULTING FROM THIS RESEARCH 

1 . T.F. Trost, st al-, “Characterization of a Small Microwave Reverberation 
Chamber,” presented by Prof. Trost at the 1 1th International Zurich Symposium on EMC in 
March, 1995, and appearing in the symposium proceedings, pp. 583-586. 

2. A.K. Mitra and T.F. Trost, “Power Transfer Characteristics of a Microwave 
Reverberation Chamber,” to appear in May, 1996, issue of IEEE Transactions on 
Electromagnetic Compatibility. 

3. Mitra and Trost expect to submit for publication in the near future the results from 
this report and from Mitra’s PhD thesis dealing with spatial correlation in reverberation 
chambers. 
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Fig. 2. Q of Texas Tech reverberation chamber in configuration 2 (receiving D-dot sensor). 
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Fig. 5. Texas Tech reverberation chamber system in configuration 3 (two receiving D-dot 

sensors). 
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Fig. 6. Spatial correlation function (SCF) at various frequencies for configuration 3. 
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Fig* 3- Chamber gain versus frequency in configuration 2. 

magnitude of the voltage transmission coefficient from port 1 to port 
2, and | Su | is the magnitude of the voltage reflection coefficient 
at port 1. The 1 - \Su\ 2 term is included to account for power 
returned to the source from the transmitting antenna. An important 
characteristic of the experimental curves in both Figs. 2 and 3 is 
the large, greater than 20 dB, difference between the maximum and 
minimum values of <? 2 i over the entire frequency interval This large 
difference is generally desirable with regard to proper reverberation 
chamber operation and is an indication of a properly functioning 
paddle wheel. 

As might be expected, the theoretical curves in both Figs. 2 and 
3 are only approximate representations of the actual response of the 
chamber. The slopes of the theoretical curves match the general trends 
of the slopes of the experimental maximum and average curves, but 
the theoretical values tend to be larger than the experimental. This 
discrepancy can perhaps be attributed to factors such as losses in 
the paddle wheel blades, antenna internal and mismatch losses, and 
losses through the access panel gasket, which were not modeled and 
included in the calculations. Regarding chamber wall losses, which 
were modeled, the value used for the wall conductivity, a, was 


2.32 • 10 7 S/m. Although this is the handbook value [11] for our 
particular aluminum alloy (6061T6), it may in fact be too high [8]; 
and this would add to the discrepancy. 

Some insight into the physical phenomena that determine the shape 
of the chamber response can be obtained from an examination of 
equations used in the models. For example, for configuration 1 the 
up b dependence in the second term of the denominator of (9) can be 
attributed to the loading of the receiving antenna decreasing with 
up combined with the chamber wall loss increasing with u; 1/2 . 
Specifically, the ratio of Q’s in (4) can be rewritten as a power 
ratio as follows: 

Qj nt _ wW j U tW __ Pt qv 

Qeqv Pd j Pe qv Pd 

Here Pd oc w -2 from (7) and P eqv « w 1/2 from (5) since 
6 cc W 1 ' 2 . 

At low frequencies, however, the first term in the denominator 
of (9) dominates. Thus, there are two distinct frequency regions. The 
transition point between these two regions can be calculated by setting 
the second term in the denominator equal to unity and solving for 
the corresponding value of tv. The result is a transition point for our 
chamber at 3.34 GHz. Below this transition point, Pd > -Reqv in (16), 
so that power extraction from the chamber by the receiving antenna 
dominates over power loss to the chamber walls. 

Similarly, for configuration 2 the uT 3/2 dependence in the second 
term of the denominator of (14) is due to the uP variation in the D- 
dot sensor loading combined with the oP^ 2 variation in the chamber 
wall loss. (The frequency dependence of the sensor loading can be 
observed by solving for Pd in (13).) 

The first term of the denominator of (14) becomes important only 
for high frequencies— well above 10 GHz for our particular chamber 
and sensor. This is the range where the power extracted by the sensor 
is dominant. Over the interval of our measurements, 1-10 GHz, the 
chamber wall loss dominates. 
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Short Papers 


Power Transfer Characteristics of a 
Microwave Reverberation Chamber 

Atindra K. Mitra and Thomas F. Trost 


Abstract — Power transfer through a microwave reverberation cham- 
ber b studied theoretically and experimentally. Two configurations are 
employed: In the first, the chamber contains a transmitting antenna and 
a receiving antenna; In the second, it contains a transmitting antenna 
and a receiving £>-dot sensor. For each configuration a theoretical model 
b derived and laboratory measurements are carried out for the power 
gain of the chamber as a function of frequency. The models prove useful 
In predicting the observed variation of gain with frequency, and they 
provide insight into the Importance of power flow to the chamber walb 
and to the receiving antenna/sensor. 


I Introduction 

The increasing popularity of microwave reverberation chambers 
for electromagnetic immunity testing applications has motivated a 
number of investigations [l]-[8] into the modeling of electromag- 
netic field-related quantities within the chamber. The chambers are 
generally associated with a number of desirable features, such as 
statistically uniform (or homogeneous) fields and high field strength in 
relation to input power level [1]. The statistical uniformity of the field 
allows a test object to be illuminated with a uniform (average) power 
level and is typically accomplished by varying the chamber boundary 
conditions with a rotating mechanical tuner (or paddle wheel). 

A parameter that provides a considerable amount of insight with 
regard to the overall operation of a chamber is the power gain, as 
a function of frequency, between a transmitting antenna inside the 
chamber and a receiving antenna/sensor inside the chamber. First- 
order theoretical models for this parameter are derived in Sections n 
and HI of this paper. The results of these idealized calculations are 
compared with corresponding experimental results in Section IV. 

A block diagram of the chamber apparatus that has been developed 
for this study is shown in Fig. 1. The dimensions of the welded 
aluminum-alloy chamber are 1.034 m x 0.809 m x 0.581 m. This 
chamber, though small compared to others [2] -[4], is suitable for 
this particular study since it is not necessary to place large test 
objects inside. Chamber port 1 is the transmitting port; and port 2 is 
the receiving port, serving either a receiving antenna or a receiving 
D-dot sensor. Both the transmitting and receiving antennas are log- 
periodic dipole arrays. The D-d ot sensor measures the time derivative 
of the electric displacement D and will be discussed in more detail in 
Section m. Using the receiving antenna is referred to as configuration 
1; using the sensor, configuration 2. Additional details regarding the 
apparatus are given in Section TV. 

n. Theoretical Gain of the Chamber with Receiving Antenna 

A calculation for the power transfer characteristic, or gain, of 
the chamber in configuration 1 is presented in this section. This 
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Fig. 1. Reverberation chamber system. 


calculation can be initiated from the definition of the gain in (1). 

( 1 ) 

where G an t is the gain of the chamber with receiving antenna, P Q is 
the power delivered to the chamber from the transmitting antenna, and 
Pd is the power available to the receiving antenna from the chamber. 
Next, (1) can be manipulated as follows: 


__ VW f wW _ Qnet 
Po / Pd Q*nt 


( 2 ) 


where w is the microwave radian frequency, W is the average energy 
stored in the chamber, Qnet is the overall Q of the chamber, and Q*nt 
is the contribution to the overall Q due to the receiving antenna. 

Due to the parallel loading effect of the chamber walls and the 
antenna, the reciprocal of Qnet can be expressed by (3) [7]. 


1 

Qnet 


1 

Q*nt 


+ 


1 

Qeqv 


(3) 


where Q eqv is the contribution to the overall Q due to the walls. 

Substitution of (3) into (2) yields the following simplified expres- 
sion for the gain. 


G* n t — 


(— + — 

\Qant Qeqv 

Q*nt 


r_ 


i+ 


Q, 


(4) 


An expression for Q.< lv , derived in [7], is given in (5). 


Qeqv 


W _ 3 V 

“'TV - 2^7 ss 


(5) 


0018-937S/96S0S.00 © 1996 IEEE 





2 


TFFF TRANSACTIONS ON ELECTROMAGNETIC COMFATIBILITY, VOL. 38, NO. 2, MAY 1996 


where P eqv is the total power lost to the chamber walls, V is the 
volume of the chamber, ft r is the relative permeability of the chamber 
walls, S is the skin depth of the chamber walls, and 5 is the surface 
area of the chamber walls. This limiting case corresponds to the 
case of a highly “overmoded” cavity where the source wavelength is 
infinitesimally small in relation to the chamber dimensions and is an 
approximation that is frequently applied in the analysis of microwave 
reverberation chambers [4]. 

An expression for Q an t can be derived from an expression for the 
average effective area of a receiving antenna with an incident signal 
that is randomly polarized [9]. This expression is given by (6). 


A = 


A 2 T7 

8x 


( 6 ) 


where X is the average effective area, A is the microwave wavelength, 
and 77 is the average directivity of the antenna. Ideally, the average 
directivity of a antenna in a microwave reverberation chamber is 
unity [7] since a high degree of statistical homogeneity of the field 
can be assumed when the chamber size is (ideally) much larger than 
the microwave source wavelength. With this assumption, the average 
power delivered to the antenna, P d , can be calculated as follows: 


Pd = 



where c is the speed of light. Here, the quantity in the second 
parenthesis is the average power density in the chamber. This 
equation (7) can be manipulated to yield an expression for Q* n t 


Q*nt 


U>W __ 

P d “ 2 Vc/ x 


( 8 ) 


where the relation A = 2xc/o> has been used. 

Substitution of the above expressions for Q* n t and Q eqv (8) and 
(5) into (4) yields the desired expression for the gain of the chamber 
in configuration 1 


— 


(9) 


where the relations 6 = y/2/ujfta and ft = Hoft r have been applied, 
with fi 0 the permeability of free space and o the conductivity of the 
chamber walls. 


ITT THEORETICAL GAIN OF THE CHAMBER 
WITH RECEIVING D-DOT SENSOR 


A calculation for the gain of the chamber in configuration 2 can 
be performed in the same manner as the gain calculation in Section 
n. The initial steps are identical, and (4) is modified as follows: 


G Q — 


1 + 


Q < e 


GO) 


where G b is the gain of the chamber with receiving D-d ot sensor 
and Qty is the contribution to the overall Q due to the receiving 
D-dot sensor. Here, (? eqv is given by (5). 

An expression for can be derived from a first-order model for 
the operation of a D-dot sensor. This model [10] relates the voltage 
at the sensor output terminals to the electric field at the chamber wall 
as follows: 


v Q = RAeouiEn (11) 


where is the average of the magnitude of the sensor output 
voltage, E n is the average of the magnitude of the normal electric 
field at the chamber wall, R is the sensor load resistance, A is the 


sensor equivalent area, and e 0 is the permittivity of free space. Also, a 
relationship between the average normal field magnitude at a chamber 
wall and the average energy density in the chamber is derived in [5] 
and is presented here as (12) 

toEl = ^ (12) 


where U is the average energy density in the chamber. These two 
expressions (11) and (12) can be combined to obtain the following 
relationship for Qp 


u)W __ wUVR _ 3 V 
P d v 2 b “ 2 RA 2 e 0 w ' 


(13) 


This equation, along with (5), can now be substituted into (10) 
to obtain the desired equation for the gain of the chamber in 
configuration 2 


Gp — 


1 + 


fi o<r RA 2 e o 


(14) 


where the relations 6 => y/Tfwftc and ft = fto ft r have been applied. 


IV. COMIARISON OF THEORETICAL MODELS TO MEASURED RESPONSE 

The apparatus shown schematically in Fig. 1 was used to measure 
chamber gain for comparison with the theoretical models of (9) and 
(14). The network analyzer (Hewlett Packard 87 19 A, 130 MHz to 
13.5 GHz) serves as microwave source and receiver and measures 
the 5-parameters, 5 n ,5 22 ,5i 2 , Sai* of the chamber. During the 
measurements the analyzer is controlled by the computer (486 PC), 
as is the paddle wheel motor (60 oz-in stepper motor with 10 : 1 
planetary gearhead). Located inside the chamber are the antennas, 
sensor, and paddle wheel. The antennas are linearly polarized log- 
periodic dipole arrays (Watlrins-Johnson WJ-48195, 1.0 to 18.0 GHz) 
and are mounted well apart and with perpendicular polarizations 
in order to minimize direct coupling between them. The sensor 
is a surface-mounted asymptotic conical dipole D-dot sensor [10] 
(Prodyn Technologies AD-S10(R), A = 1.0 • 10“ 4 m 2 , 3-dB point 
= 10 GHz) and is mounted to a chamber wall where the electric 
field is perpendicular to the polarization of the transmitting antenna 
to minimize coupling. The sensor is used at frequencies up to its 
3 dB point, where its response has fallen to 3 dB below the first- 
order model of (1 1), by correcting the sensor output values for this 
falloff during data analysis. The paddle wheel has four dissimilar, 
obliquely bent aluminum blades which measure 0.700 m from tip to 
opposite tip. Access to the chamber interior is achieved by removing 
a bolted-on, gasketed panel. 

Plots of measured chamber gain for configuration 1 and configu- 
ration 2 are shown in Figs. 2 and 3, respectively. The corresponding 
theoretical models are also plotted in these figures, (9) in Fig. 2 and 
(14) in Fig. 3. The measurements presented in these figures were 
conducted with a 21 point frequency sweep from 1 to 10 GHz. A 
total of 153 separate gain measurements were accumulated for each 
frequency point. Each of these measurements was taken with the 
paddle wheel adjusted to a unique angular position controlled by the 
stepper motor, which was programmed to turn the paddle wheel one 
complete revolution in 153 equal angular increments. 

The gain values in Figs. 2 and 3 were obtained from 5 2 1 and Sn 
measurements as follows: 

G21 " T^F ( 5) 

where G 2 1 is the measured power gain from the transmitting port 
(port 1 in Fig. 1) to the receiving port (port 2 in Fig. 1), |5 2 i | is the 
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Fig. 2. Chamber gain versus frequency in configuration 1. 



magnitude of the voltage transmission coefficient from port 1 to port 
2, and |Sn| is the magnitude of the voltage reflection coefficient 
at port 1. The 1 - |Sn| 2 term is included to account for power 
returned to die source from the transmitting antenna. An important 
characteristic of the experimental curves in both Figs. 2 and 3 is 
the large, greater than 20 dB, difference between the maximum and 
minimum values of G 2 \ over the entire frequency interval. This large 
difference is generally desirable with regard to proper reverberation 
chamber operation and is an indication of a properly functioning 
paddle wheel. 

As might be expected, the theoretical curves in both Figs. 2 and 
3 are only approximate representations of the actual response of the 
chamber. The slopes of the theoretical curves match the general trends 
of the slopes of the experimental maximum and average curves, but 
the theoretical values tend to be larger than the experimental. This 
discrepancy can perhaps be attributed to factors such as losses in 
the paddle wheel blades, antenna internal and mismatch losses, and 
losses through the access panel gasket, which were not modeled and 
included in the calculations. Regarding chamber wall losses, which 
were modeled, the value used for the wall conductivity, < 7 , was 


2.32 ■ 10 7 S/m. Although this is the handbook value [11] for our 
particular aluminum alloy (6061T6), it may in fact be too high [8]; 
and this would add to the discrepancy. 

Some insight into the physical phenomena that determine the shape 
of the chamber response can be obtained from an examination of 
equations used in the models. For example, for configuration 1 the 
a; 2 5 dependence in the second term of the denominator of (9) can be 
attributed to the loading of the receiving antenna decreasing with 
w 2 combined with the chamber wall loss increasing with w lf2 . 
Specifically, the ratio of Q ' s in (4) can be rewritten as a power 
ratio as follows: 

Q*nt _ / U >W _ Pe qv 

Qeqv ~ Pd/ Pe qv Pd ' 

Here, Pd oc w -2 from (7) and P„ q v oc w 1/2 from (5) since 
6 oc or 1 ' 2 . 

At low frequencies, however, the first term in the denominator 
of (9) dominates. Thus, there are two distinct frequency regions. The 
transition point between these two regions can be calculated by setting 
the second term in the denominator equal to unity and solving for 
the corresponding value of u;. The result is a transition point for our 
chamber at 3.34 GHz. Below this transition point, Pd > Pe qv in (16), 
so that power extraction from the chamber by the receiving antenna 
dominates over power loss to the chamber walls. 

Similarly, for configuration 2 the o> _3/2 dependence in the second 
term of the denominator of (14) is due to the u> 2 variation in the D- 
dot sensor loading combined with the w 1 ^ 2 variation in the chamber 
wall loss. (The frequency dependence of the sensor loading can be 
observed by solving for Pd in (13).) 

The first term of the denominator of (14) becomes important only 
for high frequencies — well above 10 GHz for our particular chamber 
and sensor. This is the range where the power extracted by the sensor 
is dominant. Over the interval of our measurements, 1-10 GHz, the 
chamber wall loss dominates. 
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